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WHAT I S REQUI RED TO 
MEASURE THE WEAR OF 
EXPLANTED METAL ON 
METAL HI PS? 
P. Bills,  R. J. Underwood, P. M. Cann, A. Hart  
 
Abstract  
I NTRODUCTI ON  There is increasing worldwide interest  
in the assessm ent  of wear in explanted hip components. 
This is due is part  to high profile failures of orthopaedic 
com ponents in the US, whilst  in the UK hip resurfacings 
have been experiencing a higher than expected failure 
rate. The reasons for these failures are not  well 
understood, with data from  the NJR suggest ing the 43%  
of MoM resurfacing failures are unexplained. 
Wear analysis is a vital tool in determ ining failure 
m echanism s and ult im ately im proving the longevity of 
joint  replacements through im proved design and 
m anufacturing cont rol.  There are current ly no relevant  
m easurem ent  standards for the evaluat ion of ret r ieved 
orthopaedic components. This paper will assess two of the 
m ost  com monly used techniques nam ely roundness 
m easurem ent  and co-ordinate measurem ent . The 
advantages and disadvantages of both techniques are 
considered in this paper. 
ROUNDNESS MACHI NE The Talyrond 365 is a stylus 
based roundness m achine. The com ponent  is located on a 
rotat ing table and the stylus m easures the deviat ion from  
a perfect  circle as the com ponent  is slowly rotated. The 
Talyrond measures a single profile to an accuracy of 30 
nm  and up to 72,000 data points per revolut ion. The air  
spindle has a radial accuracy of <0.02 μm and the 
Talym in gauge a m inim um  resolut ion of 12 nm . I ndividual 
roundness profiles can be st itched together to build up 3D 
cylinder m aps, allowing 3D pictures of sect ions of 
explanted hip com ponents to be generated. 
COORDI NATE MEASURI NG MACHI NE Co-ordinate 
m easuring m achines (CMMs)  have been widely used in 
m anufacturing quality and research departments for a 
num ber of years and the CMM is recognised as a powerful 
and im portant  tool capable of ascertaining geom etr ic data 
from  a com ponent . The CMM used in this study was a 
Zeiss Prism o CMM (Carl Zeiss Ltd., Rugby, UK)  with a 
probing error of 0.7 μm. Components are securely held in 
a chuck fixture arrangem ent  and the dimensions of the 
com ponent  in the port ion of the bearing that  is unworn is 
ascertained through measurement . The init ial 
m easurem ents are used to produce a reverse engineered 
3D CAD surface which represents the com ponent  ‘pre-
wear’ surface. The surface of the com ponent  is then 
scanned and the deviat ion from  this pre-wear surface is 
m apped. The m aximum  linear wear and wear volum e are 
then calculated direct ly. 
DI SCUSSI ON  The m ain advantage of CMM and Talyrond 
is that  they are available in m ost  m et rology and 
m easurem ent  room s. The CMM is a part icularly versat ile 
m achine and can be used to m easure any orthopaedic 
com ponents. There is a need to develop a suitable 
Standard for both m achines detailing a protocol to 
m easure explanted hip and quant ify the wear. A study is 
underway to measure a set  of explanted hip com ponents 
to allow a detailed comparison between of measurem ents 
between the Talyrond and CMM. The result  of this study 
will be included in the paper. 
CONCLUSI ONS The CMM and Talyrond are both 
inst ruments suited to m easuring wear of explanted hips. A 
full evaluat ion of the system s and the developm ent  of 
robust  m easurem ent  protocol and standard would be 
advantageous to the orthopaedic indust ry.  
